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Abstract. The main objective of this article is to compare
the total ozone data from the new Global Ozone Monitor-
ing Experiment instrument (GOME-2/MetOp) with reliable
ground-based measurement recorded by five Brewer spec-
troradiometers in the Iberian Peninsula. In addition, a simi-
lar comparison for the predecessor instrument GOME/ERS-
2 is described. The period of study is a whole year from
May 2007 to April 2008. The results show that GOME-
2/MetOp ozone data already has a very good quality, to-
tal ozone columns are on average 3.05% lower than Brewer
measurements. This underestimation is higher than that ob-
tained for GOME/ERS-2 (1.46%). However, the relative
differences between GOME-2/MetOp and Brewer measure-
ments show significantly lower variability than the differ-
ences between GOME/ERS-2 and Brewer data. Dependen-
cies of these relative differences with respect to the satel-
lite solar zenith angle (SZA), the satellite scan angle, the
satellite cloud cover fraction (CF), and the ground-based to-
tal ozone measurements are analyzed. For both GOME in-
struments, differences show no significant dependence on
SZA. However, GOME-2/MetOp data show a significant de-
pendence on the satellite scan angle (+1.5%). In addition,
GOME/ERS-2 differences present a clear dependence with
respect to the CF and ground-based total ozone; such dif-
ferences are minimized for GOME-2/MetOp. The compar-
ison between the daily total ozone values provided by both
GOME instruments shows that GOME-2/MetOp ozone data
are on average 1.46% lower than GOME/ERS-2 data without
any seasonal dependence. Finally, deviations of a priori cli-
matological ozone profile used by the satellite retrieval algo-
rithm from the true ozone profile are analyzed. Although ex-
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cellent agreement between a priori climatological and mea-
sured partial ozone values is found for the middle and high
stratosphere, relative differences greater than 15% are com-
mon for the troposphere and lower stratosphere.
Keywords. Atmospheric composition and structure (Middle
atmosphere – composition and chemistry; Instruments and
techniques)
1 Introduction
Ozone depletion is a well known atmospheric phenomenon,
and in recent years there has been strong interest in the ex-
pected future ozone recovery (WMO, 2006). It is of great
importance to obtain a global long-term accurate record of
ozone measurements. Satellite data complement ground-
based measurements, providing global daily maps with uni-
form spatial coverage using a single instrument. To en-
sure the quality of remote sensing observations, the inter-
comparison of satellite products with reliable ground-based
measurements is a crucial activity (WMO, 1999). In addi-
tion, ozone data obtained by satellite instruments have been
used to estimate the performance of the ground-based net-
work, since notable changes for individual stations in the
ground-satellite differences are usually related to problems
in ground-based records (Fioletov et al., 2008).
MetOp-A (Meteorological Operational satellite program)
is the first in a series of three similar meteorological satellites
from EUMESAT. MetOp-A was launched in October 2006.
One of the instruments on board this satellite is the Global
Ozone Monitoring Experiment 2 (GOME-2) (Munro et al.,
2006). This instrument is operating concurrently with its
two European predecessors: the GOME instrument onboard
ESA’s Second European Sensing Satellite (ERS-2) launched
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in April 1995 (Burrows et al., 1999a), and the SCIAMACHY
sensor onboard ENVISAT launched in March 2002 (Bovens-
mann et al., 1999). This total ozone time series will con-
tinue to at least 2020 with the GOME-2 sensors onboard the
MetOp satellites; two other MetOp satellites will be launched
in 2011 and 2015.
During the last decade, GOME/ERS-2 total ozone data
have been compared extensively with ground measure-
ments using mostly Dobson and Brewer spectroradiometers
(Hansen et al., 1999; Lambert et al., 1999, 2002; Bram-
stedt et al., 2003; Vanicek, 2006). These validation exer-
cises identified several discrepancies in the initial versions
of GOME/ERS-2 total ozone data compared with ground-
based measurements. These discrepancies have largely been
resolved, and with the most recent global-scale validation
work of Balis et al. (2007a), the average agreement of
GOME/ERS-2 total ozone column with ground-based and
other satellite ozone observations is at the one percent level.
A comprehensive validation of GOME/ERS-2 total ozone
data over the Iberian Peninsula for the period 1995–2005
can be found in the work of Anto´n et al. (2008). This
work showed an excellent agreement between the current op-
erational GOME/ERS-2 total ozone data and ground-based
measurements from five Brewer instruments.
The first GOME-2 total ozone data has been available
since March 2007. To our knowledge, only two validation
exercises for GOME-2 total ozone have been published to
date as part of EUMETSAT’s Satellite Application Facility
on Ozone and Atmospheric Chemistry Monitoring (O3M-
SAF) (Balis et al., 2007b, 2008). Therefore, it is important
to perform a continuous validation of the operational GOME-
2/MetOp total ozone using reliable ground-based data. The
main objective of this paper is to compare total ozone data
provided by GOME-2/MetOp satellite instrument with spa-
tially and temporally co-located ground-based measurements
from well-calibrated Spanish Brewer spectroradiometers for
a whole year of data (between May 2007 and April 2008).
The main advantage of using a dense local ground-based net-
work is that all instruments follow the same protocol of cal-
ibration. In this regard, the Spanish Brewer spectroradiome-
ters possess an excellent maintenance record. These instru-
ments are periodically intercompared and calibrated with re-
spect to the international reference instrument (Labajo et al.,
2004). In contrast, global-scale ozone intercomparisons be-
tween satellite and ground-based instruments are performed
using Dobson or Brewer instruments with different calibra-
tion procedures and not intercompared. This fact could pro-
duce unknown station-to-station biases.
GOME/ERS-2 total ozone data recorded during the same
period were also compared with Brewer spectroradiometer
data in order to check the consistency of the total ozone data
provide by the two GOME instruments.
This article is structured as follows: Sect. 2 describes the
satellite and ground-based measurements data sets, and sum-
marizes the validation methodology. Section 3 compares co-
located GOME-2/MetOp and GOME/ERS-2 total ozone data
with those from the Iberian Peninsula Brewer network. In ad-
dition, this section also discusses differences between mea-
sured ozone profiles and those used as a priori climatology in
the satellite ozone retrievals. Finally, Sect. 4 summarizes the
main conclusions.
2 Data and methodology
2.1 Satellite data
GOME-2/MetOp is an enhanced version of GOME/ERS-
2, covering the same spectral range from about 240 to
790 nm. Compared to the GOME/ERS-2 instrument,
GOME-2/MetOp has a four times higher spatial resolution
of 80 km×40 km. Also, GOME-2/MetOp has an improved
temporal coverage with respect to GOME/ERS-2. GOME-
2/MetOp has a larger swath width of 1920 km (twice that of
GOME/ERS-2), resulting in a daily near global coverage at
the equator (global coverage is achieved with GOME/ERS-
2 within three days). The MetOp orbit is sun-synchronous,
with an equator crossing time of 09:30 LT (compared to
10:30 LT for ERS-2). Thus, both GOME instruments can
observe almost the same scene within about one hour.
The operational algorithm for the retrieval of total ozone
column from the GOME-2/MetOp is the GOME-2 Data Pro-
cessor Version 4.2 (GDP 4.2), which is based on the oper-
ational GDP 4.0 algorithm used with GOME/ERS-2. The
GDP algorithm has undergone several years of progressive
improvement since its first release in 1995 (Loyola et al.,
1997; Burrows et al., 1999b; Spurr et al., 2005; Van Roozen-
dael et al., 2006). In GDP the ozone slant columns are de-
rived with a standard Differential Optical Absorption Spec-
troscopy (DOAS) retrieval. Ozone vertical columns are
then obtained dividing the slant column by appropriated Air
Mass Factors (AMF) computed with an iterative on-fly ra-
diative transfer model simulations. The major improvements
in GDP 4.0 (Van Roozendael et al., 2006) compared with
GDP 3.0 (Spurr et al., 2005) are the Ring correction, and new
algorithms for delivering cloud information from GOME
measurements. GDP 4.2 includes new features needed for
GOME-2 such as the discrimination between clouds and
Sun-glint, and a correction for intra-cloud ozone. A detailed
description of current GDP 4.2 can be found in the work of
Valks and Loyola (2008).
2.2 Ground-based measurements
The ground-based total ozone data have been measured by
five Brewer spectroradiometers located in the Iberian Penin-
sula. These instruments belong to the Spanish Brewer spec-
trophotometers network which is maintained by the Span-
ish Agency of Meteorology (AEMet). The ground-based
stations used in this study are from north to south: Corun˜a
(43.33◦ N, 8.42◦ W), Zaragoza (41.01◦ N, 1.01◦ W), Madrid
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Table 1. Parameters obtained in the correlation analysis between GOME-2/MetOp ozone data and ground-based measurements. Results for
the GOME/ERS-2 correlation are shown in parentheses.
N Slope R2 RMSE (%) MBE (%) MABE (%)
Madrid 294 0.99±0.01 0.96 2.07 −2.92±0.12 3.09±0.10
(123) (1.01±0.03) (0.92) (2.86) (−1.70±0.24) (2.50±0.18)
Murcia 286 0.97±0.01 0.96 1.84 −3.65±0.11 3.71±0.10
(134) (0.99±0.02) (0.95) (2.17) (−1.18±0.18) (1.96±0.12)
Corun˜a 270 1.00±0.01 0.95 2.40 −3.45±0.14 3.71±0.12
(113) (0.98±0.02) (0.93) (2.80) (−1.97±0.26) (2.74±0.19)
Zaragoza 282 0.97±0.01 0.95 2.19 −2.74±0.13 3.02±0.10
(134) (1.02±0.02) (0.95) (2.32) (−1.82±0.20) (2.41±0.14)
Arenosillo 309 0.98±0.01 0.93 2.14 −2.67±0.12 2.93±0.09
(123) (0.99±0.02) (0.93) (2.29) (−1.00±0.20) (1.96±0.13)
Iberian Peninsula 1441 0.99±0.01 0.95 2.16 −3.07±0.06 3.28±0.05
(627) (1.00±0.01) (0.93) (2.51) (−1.53±0.10) (2.31±0.07)
(40.45◦ N, 3.72◦ W), Murcia (38.03◦ N, 1.17◦ W) and El
Arenosillo (37.06◦ N, 6.44◦ W). The Brewer instruments lo-
cated in these stations were installed between 1992 and 2000,
and they are biannually calibrated by intercomparison with
the travelling reference Brewer #017 from the International
Ozone Services (IOS). In this way the ozone calibration is
traceable to the triad of reference Brewer spectrophotome-
ters maintained by MSC (Meteorological Service of Canada)
at Toronto (Fioletov et al., 2005). The five inter-comparisons
carried out at the El Arenosillo station with the reference
travelling Brewer instrument confirm the reliability of the
Spanish Brewer calibration (Redondas et al., 2002; Labajo
et al., 2004).
In the present validation, only the most accurate Brewer
ozone data obtained through direct sunlight (DS) measure-
ments were used. When Brewer spectrophotometers are
properly calibrated and regularly maintained, the total ozone
column records obtained through DS measurements can po-
tentially maintain a precision of 1% over long time intervals
(WMO, 1996). A detailed description, of the methodology
used by the Brewer spectrophotometers to measure the total
ozone amount from direct sunlight, can be found in the works
of Kerr et al. (1984) and Kerr et al. (2002).
Ozonesonde profiles, obtained between May 2007 and
April 2008 at Madrid, have also been included in this work.
The ozone profile measurements were made by balloon-
borne ozonesondes employing an Electrochemical Concen-
tration Cell (ECC) sensor (Komhyr, 1969). In this cell,
the electrical current is directly related to the uptake rate
of ozone in the cathode chamber. The subtype of ECC
ozonesondes used at Madrid is 6a sonde manufactured by
Science Pump Corporation, Camden, New Jersey. The
ozonesondes have been interfaced to Vaisala RS80-15G ra-
diosondes. The balloons ascended, on average, to altitudes
of 30–35 km.
2.3 Comparison procedure
The ground-based measurements used in this paper are daily
averages, not single measurements at the time of the satel-
lite overpass. Thus, the same daily Brewer measurement is
compared with the satellite observations of both GOME in-
struments.
Each day, the single GOME/ERS-2 and GOME-2/MetOp
ground pixels, most clearly collocated with the location of
the Brewer stations, are selected as the best match. The max-
imum distance allowed between the centre of the satellite
pixel and the ground-based location is 200 km.
Time series of both satellite and ground based total ozone
data extend from May 2007 to April 2008 (a full year of satel-
lite measurements). Table 1 shows the number of pairs (N) of
Brewer- GOME/ERS-2 and Brewer- GOME-2/MetOp data
sorted by location.
McPeters et al. (2008) showed that the use of a network in
validation studies provides more reliable results than station-
by-station analyses. Thus, in addition to individual station
comparisons, we present GOME-Brewer comparisons for the
Spanish network as a whole. This latter data set is termed
“Iberian Peninsula” in the sequel.
The relative differences (RD) between the daily Brewer
measurements and satellite observations were calculated for
each day and each location by the following expression:
RDi = 100GOMEi − BreweriBreweri (1)
From these relative differences the mean absolute bias error
(MABE) and the mean bias error (MBE) parameters were
also calculated for each location and “Iberian Peninsula”
dataset:
MABE = 1
N
N∑
i=1
|RDi | (2)
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Fig. 1. Seasonal variation of the daily relative differences be-
tween Brewer daily total ozone values and GOME-2/MetOp data
(grey line), and running mean over ten days (dark grey line) for
the “Iberian Peninsula” dataset. The black line denotes the run-
ning mean over ten days for the relative differences obtained with
GOME/ERS-2 data.
MBE = 1
N
N∑
i=1
RDi (3)
where N is the number of data pairs (see Table 1).
In addition, a regression analysis is performed for each
location and the “Iberian Peninsula” dataset. Regression co-
efficients, coefficients of correlation (R2) and the root mean
square errors (RMSE) were evaluated in this analysis.
3 Results and discussion
3.1 Total ozone comparisons
The temporal evolution of the daily relative differences be-
tween GOME-2/MetOp ozone data and Brewer measure-
ments at the Iberian Peninsula is shown in Fig. 1. Each point
on the plot (in grey colour) represents the mean value of all
relative differences for each day (a maximum of five values
per day). The number of the days is 336. The running av-
erage over ten days is superimposed on the daily results. It
is seen that GOME-2/MetOp agreed remarkably well with
the ground network. The daily differences between Brewer
measurements and GOME-2/MetOp ozone data are mostly
within 5%, and about half of the differences are within
3%. However, from this figure, it can be seen that GOME-
2/MetOp observations underestimate the Brewer measure-
ments over the period of comparison. The relative differ-
ence average is−3.05% with±1.28% one standard deviation
(s.d.). This result is consistent with corresponding results
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Fig. 2. Dependence of GOME-Brewer relative differences with re-
spect to the GOME solar zenith angle (SZA) for the “Iberian Penin-
sula” dataset.
of the comparison work of Balis et al. (2008) for individual
stations at the Iberian Peninsula (El Arenosillo, Madrid and
Murcia).
The time series of the relative Brewer-GOME/ERS-2 dif-
ferences (239 in all) is also shown in Fig. 1, as the 10-day
running average (black line). The negative bias is smaller,
with an average value of −1.46% (±1.93% one s.d.). The
larger magnitude of the GOME-2/MetOp bias is attributed in
part to the Level 1b radiometric calibration and retrieval is-
sues in the level 2 processing (Balis et al., 2007b, 2008). In
addition, the temporal evolution of the differences for both
satellite instruments does not show any seasonal dependency.
Therefore, there is no evidence for significant change in the
GOME observations over the period of comparison.
The next step in the comparison is to perform linear re-
gression analyses on the Brewer-GOME differences. Gra-
dients and statistics are given in Table 1. Correlation be-
tween both GOME data sets and Brewer measurements are
high for all stations and the “Iberian Peninsula” dataset (R2
higher than 0.92). The negative sign of the MBE parameters
show that both GOME instruments underestimate the Brewer
data at all locations. In addition, when MBE values are com-
pared for individual stations, it is seen that MBE values for
GOME/ERS-2 are smaller that those for GOME-2/MetOp.
On the other hand, it can be observed that the RMSE val-
ues obtained with GOME-2/MetOp are lower that the val-
ues obtained with GOME/ERS-2. In addition, the parameter
uncertainty (standard error) is lower for the Brewer-GOME-
2/MetOp comparison. The reduced RMSE and uncertainty
from GOME-2/MetOp total ozone are probably due to the
higher signal to noise response of the instrument and to the
Ann. Geophys., 27, 1377–1386, 2009 www.ann-geophys.net/27/1377/2009/
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Fig. 3. Dependence of GOME-Brewer relative differences with re-
spect to the GOME scan angle for the “Iberian Peninsula” dataset.
smaller ground pixel size (Munro et al., 2006). Although
absolute Brewer-GOME-2/MetOp differences are larger than
those for Brewer-GOME/ERS-2, the dispersion is lower. Fi-
nally, the MABE is less than 3.71% for GOME-2/MetOp and
2.74% for GOME/ERS-2 in all locations. The uncertainty in
this parameter is less than 0.12% (for GOME-2/MetOp) and
0.19% (for GOME/ERS-2), indicating the statistical signifi-
cance of the reported values.
The GOME-2/MetOp ozone values have also been com-
pared to the Spanish network of Brewer stations as a func-
tion of satellite solar zenith angle (SZA), satellite scan an-
gle, satellite cloud cover fraction (CF), and Brewer total
ozone measurements. The dependence of GOME-2/MetOp
against these variables is contrasted with the behaviour of
GOME/ERS-2 in the following figures.
Using 5-degree divisions of SZA, Fig. 2 shows the mean
relative differences between ground based and GOME-
2/MetOp as a function of satellite SZA (in grey), along with
the satellite SZA dependence of GOME/ERS-2 (in black)
for comparison. Error bars represent the standard deviations
which are plotted for GOME-2/MetOp but, in the interest of
clarity, not for GOME/ERS-2. The differences between both
satellite instruments and ground-based data show practically
no dependence on the GOME SZA in the Iberian Peninsula.
Anto´n et al. (2008) showed that this lack of SZA dependence
could be attributed to compensating effects in mixed cloudi-
ness scenarios. Therefore, the relative differences between
GOME-2/MetOp and Brewer data were calculated for two
opposite cases: cloud-free conditions (CF=0%) and largely
cloudy conditions (CF>70%). When the relative differences
are represented as a function of the SZA (not shown), the two
curves follow a similar pattern. Therefore, GOME-2/MetOp
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Fig. 4. Dependence of GOME-Brewer relative differences with re-
spect to the GOME cloud cover fraction (CF) for the “Iberian Penin-
sula” dataset.
instrument show no dependence on the SZA for different sky
conditions.
Balis et al. (2008) showed that the GOME-2/MetOp total
ozone data possesses a significant dependence with the satel-
lite scan angle. In Fig. 3, the relative differences between
GOME and Brewer total ozone data in the Iberian Peninsula
are plotted as a function of the scan angle. The lower number
of points for GOME-1/ERS-2 arises from the relative dearth
of subpixels for this instrument. For GOME-2/MetOp, there
is a notable bias (about +1.5%) between the relative differ-
ences for the west and east pixels (west higher than east).
In contrast, no significant scan angle dependency is seen
for GOME/ERS-2 differences. Some possible causes for
GOME-2/MetOp scan angle dependency could be the use of
a scalar radiation transfer for the calculation of the AMF, and
remaining calibration issues in the GOME-2/MetOp level-1
spectra. The origin of this scan angle dependency is currently
under investigation.
The relative differences between ground-based measure-
ments and satellite data as a function of GOME cloud frac-
tion, are shown in Fig. 4. While the cloud dependent error
of GOME/ERS-2 shows a smooth, positive dependence with
the CF values (for higher CF values the differences are close
to zero), GOME-2/MetOp has no apparent satellite CF de-
pendence. This figure shows the remarkable stability of the
GOME-2/MetOp instrument even when the satellite cloud
fraction is large. This improvement arises in part from the
use of smaller GOME-2 footprints, and also as a result of
recent upgrades to cloud retrieval and correction algorithms
used in GOME-2/MetOp (Loyola et al., 2007).
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Fig. 5. Variation of GOME-Brewer relative differences with Brewer
ozone measurements for the “Iberian Peninsula” dataset.
It has been shown by a number of groups that total ozone
observations from GOME/ERS-2 do not completely cover
the ozone variability recorded by the ground-based instru-
ments (Lambert et al., 2002; Balis et al., 2007a; Anto´n
et al., 2008). Figure 5 shows the relative differences be-
tween ground-based and satellite data as a function of the
Brewer total ozone column for GOME/ERS-2 and GOME-
2/MetOp instruments. Clearly, GOME/ERS-2 has a negative
bias with respect to the Brewer data. Thus, the relative dif-
ferences are close to zero for low total ozone values (230–
250 Dobson Units [DU]), and the total ozone dependent er-
ror of GOME/ERS-2 increases to almost −5% by high total
ozone values (420–450 DU). In contrast, GOME-2/MetOp
has a much smoother total ozone dependence, with the rela-
tive differences about −3% except at the highest total ozone
values where the deviation increases to−5%. This fact could
be related to the differences between the true and the a pri-
ori climatological ozone profiles used in GDP (discussed in
Sect. 3.2).
The intercomparison between both GOME satellite in-
struments is analyzed for the period of study and for the
“Iberian Peninsula” dataset. The number of simultaneous
daily cases is 566. Figure 6 (top) shows the scatter plot
between both GOME ozone data. The dashed line is zero
bias line (unit slope) and the solid line is the regression line,
showing negative GOME-2/MetOp bias. The agreement is
high with a coefficient of correlation of 0.92. In addition, the
noise is significantly low (RMSE=1.47%). For about 75%
of all cases, GOME-2/MetOp underestimates GOME/ERS-
2, with an average relative difference (GOME-2/MetOp mi-
nus GOME/ERS-2 divided by GOME/ERS-2) of −1.46%
(±2.72% one s.d.). A value of the standard deviation lower
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Fig. 6. Correlation between GOME/ERS-2 and GOME-2/MetOp
total ozone data for the “Iberian Peninsula” dataset (top panel); the
regression line (solid line) and unit slope (dashed line) show the
good agreement. Seasonal variation (low panel) of the daily rela-
tive difference between GOME/ERS-2 and GOME-2/MetOp total
ozone data (grey line), and the corresponding running mean over
ten days (dark grey line).
than 3% suggests that random errors of satellite instruments
and the total ozone variability due to a difference in obser-
vation time between both satellites are relatively small. The
lower panel of Fig. 6 shows the time series of the relative
differences; there are no apparent seasonal dependencies.
The above results should be only considered representa-
tive for the area of study. All results are based on one full
year of data from five ground-based instruments located in
the Iberian Peninsula, and thus these numbers could change
when more instruments located in other areas are included.
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Fig. 7. Partial ozone amounts for 6 layers of the TOMS V8 climatology as a function of ground-based total ozone at Madrid. The grey points
represent the mean values of ozonesonde measurements for each Brewer ozone interval, and the black points represent the corresponding
mean ozone amount from the TOMS V8 climatology used as a priori in the GOME-2/MetOp ozone retrieval. In both cases, the error bars
represent one standard deviation.
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3.2 Ozone profile comparisons
It is known that the a priori climatological ozone profiles play
an important role in the accuracy of total ozone retrieval by
satellite instruments (Lamsal et al., 2007). In GDP 4.0 and
GDP 4.2 (hereafter denoted as GDP 4.x), the ghost column
(the ozone amount below the cloud top height) and the AMF
computation are based on the TOMS version 8 ozone pro-
file climatology (Roozendael et al., 2006). The TOMS V8
profiles are classified as a function of latitude, time, and to-
tal ozone, thus GDP 4.x uses an iterative algorithm to ensure
the consistency between the integrated a priori ozone and the
retrieved total ozone. In order to check that the climatology
used in the retrieval correctly reproduces the actual ozone
profiles, 48 ozonesonde measurements taken at Madrid be-
tween May 2007 and April 2008 were compared with a pri-
ori ozone profiles used in the GOME-2/MetOp total ozone
retrieval algorithm. Individual ozonesonde readings in units
of partial pressure were converted to DUs in order to obtain
partial columns corresponding to the layering scheme found
in the TOMS V8 climotology.
Figure 7 shows a priori TOMS V8 partial columns as a
function of total ozone measured at Madrid. Corresponding
ozonesonde data are also shown in Fig. 7. Points indicate
mean values of partial column amounts obtained by aver-
aging in 15 DU total ozone bins. Error bars represent the
standard deviation of partial ozone values corresponding to
each interval. Climatological partial ozone columns show
very good agreement with respect to the ozonesonde values
for layer #4 (between 14.2 km and 18.7 km), layer #5 (be-
tween 18.7 km and 23.3 km) and layer #6 (between 23.3 km
and 27.9 km). In contrast, the relative differences between
the measured and climatological data are greater for the three
lowest layers (below 14.2 km). The absolute mean rela-
tive differences vary between 5.5% (layer #6) and 23.4%
(layer #3). The partial ozone column at layer #3 (between
9.7 km and 14.7 km, lower stratosphere) shows large differ-
ences (about 30 DU) when scenarios for extreme total ozone
cases are compared. For this layer the a priori satellite cli-
matology clearly underestimates the ozonesonde measured
for higher total ozone values. This fact is also observed,
although to a lesser degree, in layer #2 (between 5.1 km
and 9.7 km, higher troposphere). This behaviour could par-
tially explain the underestimation of higher ground-based
total ozone measurements by GOME-2/MetOp, as seen in
Fig. 5. In addition, the lowest two layers show relative dif-
ferences higher than 15% between the measurements and the
climatology. This may be attributed to high ozone variabil-
ity on a synoptic scale (Vaughan and Price, 1991). How-
ever, the lowest layers have small partial ozone content, and
overall the correspondingly high relative difference between
ozonesonde and a priori profiles have minor influence on the
satellite-retrieved total ozone result.
For the 48 days with ozonesonde observations, the rela-
tive differences between Brewer and GOME-2/MetOp ozone
measurements have been compared with the relative differ-
ences between the ozonesonde profiles and the climatology
profiles for each layer. The results (not shown) indicate that
these differences are poorly correlated (coefficients of cor-
relation lower than 0.1). Therefore, the climatology ozone
profiles that are used in GDP 4.x have a minor error con-
tribution to total ozone retrieval at Madrid. Similar results
were obtained at Hohenpeissenberg (Germany) by Lamsal et
al. (2007). This work also showed that the ozone profile sen-
sitivity of total ozone retrieval is significantly larger in polar
regions, in particular at high SZA.
4 Conclusions
The comparison between GOME-2/MetOp and Brewer total
ozone data for one whole year of measurements in five lo-
cations in Spain shows an excellent agreement. The satel-
lite total ozone underestimates the ground-based measure-
ments with a mean offset of 3.05%. Although the relative
differences between GOME/ERS-2 data and Brewer mea-
surements show a smaller offset, these differences have a
significantly higher variability than the differences obtained
when GOME-2/MetOp and Brewer total ozone data are com-
pared. In addition, the total ozone data from the new GOME-
2/MetOp instrument shows no dependence on the solar ele-
vation and cloudiness conditions. However, this instrument
shows a slight dependence with respect to the total ozone
values measured by Brewer spectroradiometers, and a sig-
nificant dependence on the satellite scan angle. The direct
comparison between both satellite instruments indicates that
GOME-2/MetOp ozone data underestimates GOME/ERS-2
data by 1.46% on average, and the relative differences show
no seasonal dependence.
The a priori ozone profiles used in the GOME-2/MetOp
total ozone retrieval algorithm are compared with true ozone
profiles from ozonesonde measurements. The results show
that there is an excellent agreement in the middle and high
stratosphere where the most part of the ozone amount is lo-
cated, while the differences increase in the lower stratosphere
and troposphere.
In summary, GOME-2/MetOp total ozone data already
present an excellent quality, and it is suitable for assimila-
tion in numerical weather prediction models, for long-term
ozone monitoring, and for analysis of ozone trends and the
expected ozone recovery.
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